Background: This study describes the possibility of implemen ng threedimensional prin ng technology to create a precise construc on of a planned bolus, based on computed tomography informa on stored in the Digital Imaging and Communica ons in Medicine (DICOM) format file. Materials and Methods: To create the bolus with a 3D printer, we converted data in the DICOM format to the stereolithography (STL) format. In addi on, we produced a paraffin bolus that, tradi onally, is manually placed directly on the pa ent. CT scans were acquired for both boluses, and the images were superimposed onto the pa ent CT scans that were used to design the bolus. The superimposi on of images was performed to compare the fit of the bolus printed on a 3D printer to that of the paraffin bolus made in the tradi onal way. In addi on, for both models, the dose distribu on was simulated. To quan fy the level of matching ML, special formula was used. The ML parameter had a value between 0 and 100%, where 100% indicated a perfect fit between the model and the 3D printed bolus. Results: We verified that 100% of the volume of the 3D printed bolus was located within the contour of the designed model. The ML of the bolus was 94%. For the classical paraffin bolus the ML was only 28%. Conclusion: A bolus printed on a threedimensional printer can faithfully reproduce the structure specified in the project plan. Compared to the classical paraffin bolus, the three-dimensional printed bolus more closely matched the planned model and possessed greater material uniformity.
INTRODUCTION
The staff involved in the process of teleradiotherapy is required to implement procedures with high quality assurance. The implementation of the treatment plan for clinical use is particularly important. This importance follows from the uncertainty related to the reconstruction of patient positioning or the production of accessories speci ied individually for each patient in the treatment planning system, which can affect the inal therapeutic effect (1) (2) (3) . Technological advances in radiotherapy have facilitated the reduction of errors related to the reconstruction of patient geometry, but errors remain in the production of accessories required to implement advanced modeling.
The primary accessory is the bolus, which is a material used to compensate for unevenly shaped tissues in the patient. The purpose of the bolus is to provide additional absorption and to scatter ionizing radiation to achieve greater dose homogeneity around the irradiated tumor. This very important accessory is engineered in a planning system, based on computed tomography (CT) scans of the patient, acquired for the purpose of treatment planning.
In photon radiation, the only reason to use a bolus is to shift the build-up region (in the direction of the radiation beam) to ensure maximum dose at the tumor area. For electron beams, a bolus is used mainly for two reasons. First, a bolus is used to reduce dose inhomogeneity, which results from surface curvature. The dose may become focused or diffused, when the surface is not lat ( igure 1). Second, a bolus is used to match the electron range to the depth of the tumor, and thus, limit the damage to healthy tissue situated behind the tumor.
Any change in the shape of a bolus may affect the dose distribution in the tumor area. This could impede achievement of the dose coverage of a target volume. To control radiation absorption and scattering in the bolus, it is typically constructed with materials that have a density similar to the density of soft tissue, approx. 1 g/cm 3 . There are many materials that can be used to create a bolus (4) (5) (6) (7) . The problem is to reconstruct accurately the structure of the patient's body. Based on our experience in tissue engineering for creating model structures of tissues or whole organs, we reasoned that the precise structure of a bolus could be obtained with three-dimensional (3D) printing technology and produced with a 3D printer (8) (9) .
This study aimed to implement 3D printing technology to create a bolus that precisely it an anatomical structure, based on CT information stored in DICOM format. Although recently there have been several reports describing the possibility to implementation of the threedimensional printing technology to produce bolus in radiotherapy, this is still a new ansd very rarely used method (10) (11) . Presumably, boluses printed in this technology are nowhere routinely used in radiation therapy. The presented work is probably the only such research in Europe till now. First of all, it is due to the dif iculties associated with the lack of For an electron beam, the bolus reduces dose inhomogeneity. a) An example of a dose distribu on for an electron beam of 9 MeV, which irradiates a field of 4×4 cm. b) A dose distribu on for the same beam, modified by the gap in the phantom (the skin surface). Below the gap, the dose is significantly increased (in this geometry, by about 25%). c) A dose distribu on for the same beam, modified by the convex surface in the phantom (the skin surface). Below the convex region, the dose is decreases (in this geometry, by about 20%). d) A dose distribu on modified by a bolus between the ssue and the electron source. The range of electrons in the phantom (the ssue) is reduced by the thickness of the bolus. The build-up region is moved into the bolus, which increases the dose at the phantom surface (skin surface) to a value near 100%. e) A dose distribu on modified by using a bolus that fills the surface gap. The region of high dose disappears. f) A dose distribu on modified by using a bolus that compensates for the surface bulge. The region of reduced dose disappears. In addi on, the range of electrons in the phantom (the ssue) is reduced.
commercial software that can generate a ile with the shape of a bolus in a format read by the 3D printer. The second reason is the lack of a medical certi icates for materials commercially used in 3D printers, so the consent of the ethics committee for the use of the 3D bolus in clinical practice is prerequisite.
MATERIALS AND METHODS
This study included one patient quali ied for treatment in the West Pomeranian Oncology Center in Szczecin. The patient required a bolus, due to a tumor on the skin surface, located in the corner of the left eye. The therapy regimen assumed application of a total therapeutic dose of 60 Gy, delivered in 30 fractions. All targets and organs at risk had been drawn on the CT images, which were acquired at 2-mm intervals.
The radiation dose distribution was calculated and analyzed with the Nucletron Oncentra MasterPlan system, version 4.3., used a Voxel Monte Carlo calculation algorithm and set the number of trials to 50,000/cm 2 . Calculations were performed with a 2.0-mm grid. The homogeneity of the dose distribution was evaluated based on the criteria from the International Commission on Radiation Units and Measurements (Report 50) (12) . Protection of normal tissues was planned in accordance with guidelines established as the Quantitative Analysis of Normal Tissue Effects in the Clinic. The treatment plan included the application of a single electron beam with an energy of 9 MeV. To obtain a uniform dose distribution around the tumor, we used CT scans of the patient to design a bolus with a density of 1 g/cm 3 . Its thickness was determined by the range of electrons in the material (energy 9 MeV).
To create the bolus with a 3D printer, we converted data in the DICOM format to the stereolithography (STL) format, which is supported by the 3D printer. The DICOM ile format contained information about the shape of the bolus on each scanned layer, speci ied as a set of vertices de ined in a space with x, y, and z coordinates. Conversion of DICOM ile into the STL format supported by the 3D printer was achieved by connecting each layer of the bolus into a 3D triangulation structure ( igure 2). The 3D STL structure was generated with software developed for the purpose. The bolus was divided into layers, spaced 2-mm apart. These layers were connected together with triangles, where a single section from one layer was joined to two vertices on the adjacent layer. In addition, we produced a paraf in bolus that, traditionally, is manually placed directly on the patient. In the classical method, the treatment planning system divided the bolus structure into a number of longitudinal, 1, 5-mm thick layers (corresponding to the thickness of one slice of paraf in). Based on the diagram created by planning system, the speci ied layers of bolus were cut from paraf in and placed on the body of the patient.
CT scans were acquired for both boluses, and the images were superimposed onto the patient CT scans that were used to design the bolus. The superimposition of images was performed to compare the it of the bolus printed on a 3D printer to that of the paraf in bolus made in the traditional way. In addition, for both models, the dose distribution was simulated. Flowchart ( igure 3) presents the major steps in the process.
Export of information about shape of the bolus (DICOM file) to program converted DICOM to STL format.
Connect a individual layers of the bolus together with triangles, into a 3D triangulation structure -STL format.
Realization of CT scans for the 3D/ paraffin bolus.
The superposition of CT scans for 3D/ paraffin bolus onto the patient CT images with the reference bolus Homogeneity assessment of the 3D/ paraffin bolus structure.
Divide (in TPS) the bolus structure into a number of longitudinal, 1,5-mm thick layers
Based on the diagram (created by TPS), the specified layers of bolus were cut from paraffin and placed on the body of the patient.
Produce a 3D
Produce a paraffin bolus.
Verification of matching the 3D/ paraffin bolus to the reference bolus by using the following formula: The printed bolus was created with a 3D CB-printer, which implemented Fused Deposition Modeling (FDM) technology. FDM is based on the layered deposition of melted material. The bolus was divided into100-µm thick layers; corresponding support structures were included in the layers, when required by the shape of the bolus. Then, according to the 3D model saved in STL format, paths were de ined to determine the stacking of the speci ied layers of building material. To control the printer, we used the software program, Repetier-Host version V1.0.6. To obtain uniform cross-sections, 100% illing print was applied.
The material used to print the 3D bolus was a copolymer acrylonitrile-butadiene-styrene (ABS) with a density equivalent to soft tissue (1.05 g/ cm 3 ) and a chemical composition close to the chemical composition of the human body. ABS had the appropriate mechanical properties; its main advantages were high resilience and abrasion resistance. Additionally, the analyzed material was toxicologically and biologically neutral.
To investigate the in luence of ionizing radiation on the analyzed material, two plates with an area of 10×10 cm and a thickness of 1 mm was tested. One plate was irradiated with a 60 Gy dose (therapeutic dose received by the patient) and the other plate was untreated. The plates were evaluated with the differential scanning calorimetry (DSC) method and data were recorded with a DSC Q100 (TA Instruments) apparatus. The plates were subjected to a triple cycle (heating-coolingheating) in the temperature range of -90 °C to +250 °C. The heating and cooling rates were 10 °C /min. Quasi-static tensile data were collected at room temperature with an Instron 3660 tensile tester, equipped with a 500-N load cell, which employed a crosshead speed of 10 mm/ min. The strain was measured in terms of clamp displacement, according to PN-ISO 527-1:1998. The starting clamp distance was 25 mm. The results are expressed as the average from 5 specimens with cross sections of 0.5 × 4 mm.
The level of matching between the 3D printed bolus and the model designed in the treatment planning system was examined in superimposed CT cross-sections ( igure 4). To quantify the level of matching (ML), the formula (5) was used: ML = V1/V2 × n (1) Where; V1 is the volume of the test bolus contained within the designed model contour; V2 is the total volume of the model bolus; and n is the percent of test bolus contained within the contour of the model. The ML parameter had a value between 0 and 100%, where 100% indicated a perfect it between the model and the 3D printed bolus. Presented ML formula was developed by the authors and it is based on the coverage index, parameter commonly used in radiotherapy to assess the degree of target irradiation (13, 14) . The formula allows a quantitative estimation of the degree of alignment of the tested bolus (3D or paraf in) to the reference model. 
RESULTS
Based on the information obtained from the Oncentra MasterPlan system, we veri ied that 100% of the volume of the 3D printed bolus was located within the contour of the designed model (V2=1.43 cm 3 ) . The total volume of the 3D printed bolus was slightly smaller than the model (V1 = 1.35 cm 3 ). The ML of the bolus was 94%.
For comparison, we examined the level of matching for the classical paraf in bolus ( igure 5) and we calculated the ML for the paraf in bolus. Based on information obtained from the Oncentra MasterPlan system, we veri ied that 1.02 cm 3 of the paraf in bolus volume was located within the contour of the designed model. The total volume of the paraf in bolus was larger than the model (V1 = 2.64 cm 3 ). However, in this case, the ML was only 28%.
An important factor shown in the CT scans was that the structure of the 3D printed bolus was more uniform than that of the paraf in bolus produced with the classical method. The paraf in bolus contained air cavities that are undesirable for an electron beam, because they may affect the low of electrons passing through the bolus material.
Furthermore, based on a dose volume histogram, the therapeutic dose received by the target volumes were evaluated for the different bolus types (table 1) . Compared to the designed model, the 3D printed bolus showed slight differences in dose distribution, and the paraf in bolus showed a signi icantly more heterogeneous dose distribution. Differences in the coverage of the target volume with a 95% isodose ranged from 1.7 to 7%, compared to the reference plan. The different dose distributions achieved with the different bolus types were examined at selected cross-sections to determine the target volume coverages ( igure 6).
The effect of radiation on the thermal properties of the ABS polymer were examined by 
DSC ( igure 7)
. DSC thermograms measured before and after a dose of 60 Gy showed the glass transition associated with the amorphous phase of the ABS polymer. The value of the glass transition temperature did not change, indicating that the radiation dose did not affect the thermal properties of the ABS polymer. Observed no effect dose of 60 Gy on thermal properties is related to the chemical structure of the ABS and the presence of the benzene ring, which causes the polymer very resistant to ionizing radiation, as described in the literature (15) .
We also compared the mechanical properties of ABS before and after irradiation with 60 Gy ( igure 8). Tensile strength only slightly changed, but the elasticity decreased in the higher values of the Young's modulus. 
DISCUSSION
The use of 3D printing technology to recreate a bolus designed in a treatment planning system can increase the quality of teleradiotherapy (10) . This paper showed that a 3D printed bolus represented a precise reproduction of the designed model bolus at relatively low cost. This precision increased the certainty that the dose distribution in the target area would be consistent with the planned dose distribution and results a substantial reduction of the volume of normal tissues being irradiated, which agrees with the results of Su et al. (10) . The 3D printed bolus displayed a better it to the planned model and greater material uniformity compared to the classical paraf in bolus. Although the structure of a classical bolus can be directly molded by placing it on the tissue of a patient, this tissue can be easily deformed; thus, the paraf in bolus did not precisely reproduce the planned bolus. Moreover, application of the individual paraf in layers caused undesirable air cavities, which can affect the low of electrons passing through the material. This inhomogeneity can change the dose distribution relative to the planned distribution. Using 3D printed bolus could help to overcome the problem with air cavities and improve the quality of realized treatment, by reproducibility of daily setup conditions on irregular surfaces, which was con irmed by Shin -Wook et al. (11) . Additionally, a 3D printer can be easily installed in the cancer center and offer practical advantages -neither patient nor staff needs to be present all the time during the bolus production, which was con irmed by Su et al. (10) .
Importantly, for clinical applications, we found that the radiation dose had little effect on the thermal and mechanical properties (glass transition temperature, tensile strength and Young's modulus) of the ABS polymer.
The simulation results of other studies showed that was is possible to create boluses with variable shapes, location, and proximity to the organs at risk (10) . Therefore in the future, 3D printing technology may become a valuable, relatively inexpensive tool for supporting in teleradiotherapy and we expect to adopt this methodology into our clinical practice. 
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